[Technical consideration of setting up a specification for human centrifuge evaluation of anti-G equipment].
Anti-G equipment needs to be evaluated using human centrifuge before further developed. However, there isn't a general specification for human centrifuge evaluation of anti-G equipment. From related literature and from our over thirty years experience in this area, we sum up to five aspect technical consideration below: human centrifuge, medical specification for using human in +Gz stress experiment, anti-G equipment experimental assembly, principle should be abided by during human centrifuge evaluation of anti-G equipment. We hope that the technical considerations mentioned in the paper should be helpful to the work of setting up a specification for human centrifuge evaluation anti-G equipment. After we have a specification, the research will be conducted orderly and the anti-G [correction of an-G] equipment will be developed sequentially.